Implementation of Adaptive Electronic Acupuncture System using Intelligent Diagnosis System

You-Sik Hong¹, Hong-kyun Kim² and Baek ki Kim *³

¹ Department of computer Science, Sangji University,
² Department of Electronic Engineering, Hanbat National University,
³ Dept. of Information and Telecom. Eng., Gangneung Wonju National University

¹yshong@sangji.ac.kr, ²dasnet@nate.com,
³bkkim@gwnu.ac.kr (Corresponding Author)

Abstract

In this paper, we proposed the adaptive electronic acupuncture system in which patients’ biometric information is collected and patients’ condition is found automatically and then, patients are treated by their condition. In the proposed system, the electronic acupuncture with built in multi pad is used to relieve the pain that patients feel when they get acupuncture. We calculated the exact time of electronic acupuncture optimal for patients’ physical condition using fuzzy rules. By calculating the exact time, the patients can be treated with optimally, and acupuncture time can be shortened and strength of acupuncture can be moderated considering their condition. And also this system is safe for the infection by acupuncture and do not leave acupuncture injection mark. This system is useful for remote medical examination and treatment.

Keywords: Intelligent diagnosis system, Fuzzy rules, Adaptive Electronic acupuncture

1. Introduction

Oriental doctors have considered pulse rates as important data in diagnosis. Recently, the pulse is considered an important factor in oriental medicine because observation of a person’s pulse rate may reflect their health and illness [1-3]. It is difficult to standardize pulse exactly because thickness of their blood vessels is different even if the thickness of two person’s forearm are equal. The current blood pressure pulse analyzer may be considered flawed, since it is uncertain whether the blood pressure pulse analyzing sensor is located precisely on the radial artery. Furthermore, the analogue type blood pressure pulse analyzer has the issue of objectifying the blood pressure pulse. Although some people may have the same forearm length but the thickness of their blood vessel may differ and therefore there is no set of data that is considered reliable enough to judge the accuracy of blood pressure pulse rates [4, 5]. Oriental doctors should not only judge the basic biological signals such as checking the pulse’s size, strength, and speed, but should also consider the basic and quantitative analysis of the pulse in order to gain an accurate diagnosis. Also, the doctor should consider physical characteristics, such as the thickness of the skin and blood vessels, in order to reach an accurate conclusion. Therefore, measurement of the blood flow rate is a vital indicator in understanding the blood pressure rate and how the substances in the blood are transported. To
solve this problem, we analyzed the fine distinction considering thickness of skin and blood vessels and pulse, weather big or small, strong or weak and fast or slow. We proposed the algorithm that analyzes patient’s condition using 2nd differentiation of pulse wave. Big change in person’s pulse means that he has diseases and risk factors affected in the parts of body. Moreover, measurement of blood flow is the important indication how blood carries. Existing pulse checker does not take pulse exactly because it does not consider patient’s sex, age and skin thickness etc. In this study, to solve these problems, we proposed the method that we can take pulse suitably considering patient’s physical condition. While more than 60% of electronic acupunctures developed in the country are made by using low frequency, the rest are made by using momentary electrostimulation. The electronic acupunctures using low frequency are simple frequency generator. It generates low frequency (16~32Hz) signal after attaching the electrodes to patient’s painful part. It can’t treat the patients effectively because it uses uncertain and vague frequency. Furthermore, it can’t find acupuncture points because it has no consideration for patient’s sex, age, weight, illness, etc. And it causes problem that children and elderly people are bruised or wounded after getting electronic acupuncture because of inappropriate acupuncture time and strength [6, 7]. In this paper, to solve these problems, we simulated acupuncture time, strength and point suitable for patient’s condition using intelligent fuzzy algorithm. We classified the patients by their body, illness and age, and calculated the exact time of electronic acupuncture suitable for patient’s physical condition using fuzzy logic and inference. The composition of this paper is as follows. Section 2 is about pulse diagnosis system and fuzzy rules, Section 3 is about electronic acupuncture system using fuzzy, Section 4 is about the simulation of electronic acupuncture, and finally Section 5 concludes.

2. Pulse diagnosis system and fuzzy rules

The doctors are analyzing the patient’s health condition through studying the blood circulation and changes in pulse wave. In other words, differentiating the pulse wave of the patient which is not stabilized nor has a distinct inflection point twice APG, the doctors are judging the patient’s health condition in three states, positive which means safe, negative which means dangerous, and zero. During the first stage of studying the pulse, the pulse pressure was mainly used but recently due to simplicity of detection, volume pulse is being preferred. Second derivative of APG is a pulse wave that is derived from differentiating the volume pulse twice. The constant changes in accelerated APG as the patient’s age increased. In this thesis, by analyzing the blood pressure pulse, we wish to accurately diagnose and verify the internal organs. When a patient is diagnosed with weak liver through checking the pulse, we should keep in mind that every person has a different physiological signal. In this case, we should verify this by electronically stimulating the hepatic pulse located on the patient’s hand. If there is pain in liver when it is stimulated, then it can then be assured that the patient is suffering liver problem because when an area is wounded, the electric wave meets high resistance from the body. Therefore electric wave is weak in the wounded area and results in decrease of absolute current in tissue.
Figure 1. Second Derivation of Pulse Wave

Figure 1 explains when aortic valve is closed and capacity and pressure within the artery rises. Figure 2 shows aging index graph. Aging index is marked by b/a, c/a, d/a, e/a. especially, b/a and d/a are considered important. Aging index rises along with the age. Because a standardized aging index is set, the difference between the actual age of the patient and his/her blood vessel age can be seen. Table 1 shows a patient’s pulse data.
The general algorithm comes to a conclusion of B on the assumption of \( A \rightarrow B \) and equals A'. In this case the latter A should be completely consistent with the former A (of conditional clause). This kind of inference is called Modus Ponens and the Fuzzy algorithm is trying to expand as follows which will be called GMP (Generalized Modus Ponens);

Assumption 1 : If x equals A, y will be B.

Assumption 2 : x equals A'.

Conclusion : y equals B'.

When you use the Fuzzy Rules, the knowledge to judge a patient’s health by using the pulse wave will be expressed in Fuzzy R and you will be able to carry out modeling like the following to observe Output (or Symptom) B to clarify Input (or Cause) A [8, 9].

Figure 3 shows the algorithm which calculates the patient’s condition considering patient’s disease and physical conditions using fuzzy rules.
In the Figure 4, the disease condition of patient c is medium as 0.5 and physical condition is healthy as 0.8. This patient’s acupuncture time can be extended. In the case of the patient d, disease condition is the same with patient c as 0.5, but physical condition is weak as 0.1. His acupuncture time must be reduced.

When patients use existing electronic acupuncture, it causes problem that children and elderly people are bruised or wounded after getting electronic acupuncture because of inappropriate acupuncture strength. To solve this problem, suitable acupuncture strength must be considered. We use fuzzy conversion factor to adjust the correlation coefficient in consideration of the weight, age, gender, and physical condition. Figure 5 shows sequence of classification of patients.
The evidences of this kind of hypothesis are atopic disease, acne, and age spot. This skin related troubles happen because the diseased spots have high resistance of electricity. High resistance to electricity means inappropriate oxygen provision therefore the skin disorder occurs in various ways such as atopic disease or age spot. Existing blood pressure pulse analyzing system doesn’t consider patient’s sex, age, and condition therefore there is an inadequacy of choosing the right amount of pressure to press the needle into patient’s skin. It also has a problem of inaccuracy in finding the right acupuncture points. Therefore if a needle is used on an aged patient or a young patient with weak skin it might leave bruises or wounds. In this paper, it tried to solve these problems using intelligent fuzzy rules [10, 11].

\[ e = R - Y \]
\[ C_e = e_2 - e_1 \]

Where, Y: optimum pulse feeling judgment

- **R**: Criteria Input
- **e**: Error
- **Ce**: Error Displacement
- **e2**: Current Error

### 3. Electronic Acupuncture System using Fuzzy

If the tissues of the human body are injured, the electric resistance of the injured part is increasing than around. So the current of the injured part is smaller than around, and in which total current is reduced. Oriental doctors examine the patients with hand acupuncture and
make a diagnosis of the illness, based on the fact that if the patients feel pain in their fingers, their internal organs are something wrong. This is well known theory of medical diagnosis in oriental medicine. Using this theory we implemented the hardware system which diagnoses a patient’s diseases. This system, we called Multi-pad, composed of three parts. The first part is composed of the sensor detects the conductance which corresponds with injured part of human body, and reference signal generator to moderate the signal generated from patients is included. The second part is composed of DSP Board in which the signals are measured and to do a sort using fuzzy algorithm.

![Image 1]

**Figure 5. Diagnose System for Electronic Acupuncture**

The last part is composed of computer system that displays the signal from DSP Board to the monitor, and analysis software to diagnose the patients. Figure 4 shows the whole diagnose system for electronic acupuncture. As shown in the Figure 5, the system diagnoses diseases in patients by sensing the fine distinction of the currents passing through sore part of body.

![Image 2]

**Figure 6. Electronic Acupuncture Sensing Panel**
Figure 6 shows electronic acupuncture sensing panel. At the end of the finger sensing pad in contact with parts of gold plated to reduce resistance after treatment were distributed evenly throughout the area in order to access the array was produced in the form of stripes. Prototype, the sensing and the role of electronic acupuncture more detail type of gloves to be considered are the design requirements. Electronic acupuncture with active treatment is a photograph showing the scene for the experiments. Reference electrode located on the bottom of the palm pad and place for each knuckle of each finger tip by placing electrodes on the signal DSP through the signal processing, then sent to the main PC and fuzzy algorithm, the control variable with DSP D/A converter and the drive passes through the pad, power is doing procedures [12, 13]. The press in the palm of your hand, the pressure may appear differently depending on the strength. Therefore, for this data in order to minimize errors, use your fingers were slightly different ways.

4. Simulation

In this paper, in order to solve this kind of problem, it uses compositional inference while using the fuzzy rule. Fuzzy compositional rule of inference is applied to come up with a calibrating constant in order to derive an accurate result (considering the patient’s physical condition) in analyzing the blood pressure pulse. In existing method, an oriental doctor infers one pulse wave out of 28 pulse wave and diagnoses the patient. Fuzzy compositional rule of inference is a rule made in order to come up with an inference by using fuzzy production rule which includes fuzzy variables. The form of fuzzy compositional rule of inference is as in the following.

Belief of fuzzy composite function: If fuzzy compositional rule of inference is applied in fuzzy production rule then belief of fuzzy evaluation function can’t be used. So in order to calculate the belief of fuzzy function, the belief of fuzzy composite function is used.

\[ \beta_c = \beta_{\text{comp}}(\beta_f, \beta_r) \]

\[ = \min (\max (\beta(\beta_{fp}, \beta_{rpq}))) \]

In here, p=1, 2, ⋯, m, q = 1, 2, ⋯, n. m, n are the number of each fuzzy thesis in premise and conclusion. Belief of fuzzy union function in type 1 and 2 of fuzzy production rule which are the minimized version of type 5 and 6 can come up with the same node or conclusion using different inference. In this kind of node, same conclusion has two or more different belief of function. In this type of situation, in order to recalculate the belief of fuzzy function, fuzzy union function is used.

In this paper, the blood pressure is converted into a form for facilitating judgment via first and second derivative and the electrode to measure the conductivity filters each delivered signal to create the input data required by the fuzzy logic.

(RULE 1)  IF DPSV IS PB
AND USPC IS NS
THEN OPRG IS PB

(RULE 2)  IF DPSV IS PB
AND USPC IS NM
THEN OPRG IS PM

(RULE 3)  IF DPSV IS PS
AND USPC IS NS
THEN OPRG IS PS

In above routine, the constrained condition is as follows.
DPSV: Patient condition error (E)
USPC: Degree of patient’s disease
Skin: Error change amount (CE)
OPRG: Optimal acupuncture time

To consider fuzzy control rule and patient’s physical condition, it produces the most Optimal acupuncture time output (OPRG).

IF (70<TPR) AND (100>=TPR) OR (51<TPR) AND (52>=TPR) OR (81<TPR) AND (100>=TPR) THEN
TPRQ:=0.7;
IF (41<TPR) AND (69>=TPR) OR (49<TPR) AND (50>=TPR) AND (51<TPR) AND (53>=TPR) OR (41<TPR) AND (80>=TPR) THEN
TPRQ:=0.5;
IF (1<TPR) AND (40>=TPR) OR (47<TPR) AND (48>=TPR) AND (51<TPR) AND (52>=TPR) OR (8<TPR) AND (40>=TPR) THEN
TPRQ:=0.3;

Figure 6. Point Calculation for Electronic Acupuncture

Figure 6 shows the function of indicating the patient’s acupuncture points in relation to their disease conditions if they choose electronic acupuncture menu. It shows the four input conditions to calculate the optimal acupuncture time considered patient’s sex, age, physical conditions.

Figure 7. Time Calculation for Electronic Acupuncture
Figure 7 shows the result of the exact acupuncture time of the patient after input their sex, weight, height and disease conditions. It uses the fuzzy rules to find out exact acupuncture points and time suitable for patient’s physical conditions. In the Table2, the result shows that the electronic acupuncture time of patients can be extended or reduced by considering patient’s conditions. In existing method, it is difficult to adjust the acupuncture time, but in proposed method, it is possible to adjust the acupuncture time suitable for patients.

<table>
<thead>
<tr>
<th>Input data</th>
<th>Acupuncture time</th>
</tr>
</thead>
<tbody>
<tr>
<td>Physical</td>
<td>Disease</td>
</tr>
<tr>
<td>Big</td>
<td>Small</td>
</tr>
<tr>
<td>Big</td>
<td>Med</td>
</tr>
<tr>
<td>Big</td>
<td>Big</td>
</tr>
<tr>
<td>Med</td>
<td>Med</td>
</tr>
<tr>
<td>Med</td>
<td>Med</td>
</tr>
<tr>
<td>Med</td>
<td>Big</td>
</tr>
<tr>
<td>Small</td>
<td>Big</td>
</tr>
<tr>
<td>Small</td>
<td>Big</td>
</tr>
<tr>
<td>Small</td>
<td>Big</td>
</tr>
</tbody>
</table>

**5. Conclusion**

It is very difficult to analyze the conventional pulse wave in oriental medicine. Recently, oriental doctors have been able to distinguish the condition of blood vessels in seven types and can judge a patient’s illness conditions through the observation of the pulse. But in order to accurately analyze the pulse wave of a person, factors such as height, weight, age, skin type, skin impedance, thickness of skin and blood vessels should be considered. In this paper, we simulated the process to calculate the exact time of electronic acupuncture suitable for patient’s physical condition using fuzzy logic and inference. We classified the patients by their body, illness and age to calculate exact time of electronic acupuncture. By calculating the exact time, the patients can be treated with optimally, and acupuncture time can be shortened and strength of acupuncture can be moderated considering their condition. We proposed the electronic acupuncture with a built in multi-pad. It has advantages to find out the patient’s conditions and treat the patient with acupuncture simultaneously. And also this system is safe for the infection by acupuncture and do not leave acupuncture injection mark. This system is useful for remote medical examination and treatment.

**Acknowledgements**

This paper is supported by the Gangneung-Wonju National University.
References


Authors

You-Sik Hong

You-Sik Hong was born in Seoul, Korea. He received the B.S. degree in electronic Engineering from the Kyung Hee University, Seoul, Korea, in 1983, and the M.S. degree in Computer Science from the New York Institute of Technology, NewYork, U.S.A., in 1989, and Ph.D. Degree in Automatic Control from the Kyung Hee University, Seoul, Korea, in 1997. From 1989-1990, he was a research engineer at the Samsung Electronic Company in Korea. He is currently an full professor in department of Computer Science, Sangji University, Wonju, Korea. His research interests are in the area of fuzzy control, fuzzy expert system, artificial traffic light and neural network problems. He is actively worked korean ITS government project as a chairperson. Also he is a board of the journal KISS, KFIS and KIEE.
Hong-Kyun Kim

He received the B.S. degree in electronic Engineering from the Hanbat University in 2000, and the M.S. degree in Electrical Engineering from the Chungbuk National University in 2003. He received the Ph.D. Degree in Electrical Engineering from the Chungbuk National University in 2006. His research interests are the ubiquitous systems, sensor networks, embedded systems, electronic circuits. Also he is a member of the journal of KIEE.

Baek-Ki Kim

He received the B.S. degree in electronic Engineering from the Kyunghee University in 1985, and the degree M.S. degree in electronic Engineering from the Kyunghee University in 1987. He received the Ph.D. Degree in electronic Engineering from the Kyunghee University in 1997. His research interests are the fuzzy systems, sensor networks, signal processing. Also he is a member of the journal of KIEE.